AMENDMENT NO. 1 JUNE 1977 
TO 
IS:7014-1973 SPECIFICATION FOR 
LENGIH BARS 
Alterations 


(Page 4, clause §&.2): 

a) Line 1 - Substitute '6H' for 'H6'. 

b) Line 2 - Substitute '5g/6g' for 
'g5/g6'. 


(EDC 43) 
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